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THE EFFECTS OF BEARING WEAR AND INDUCED 
FLUID ROTATION ON SEVERAL FLOWMETERS 
INTRODUCTION 
The studies reported herein were undertaken to determine 
qualitatively the effects of bearing wear and induced swirls on the 
performance characteristics of several turbine-type flowmeters. 
BEARING WEAR 
The flowmeters used in the study of bearing wear were: 
Potter Aeronautical Models 3/4-80 and 2-353A and the Waugh Models 
FL-125 (3/4 inch) and FB-32-'101 (2 inch). 
The tests on bearing wear were conducted by running each 
flowmeter for a period of 100 hours at approximately 3/ 4 of the 
maximum discharge recommended by the vendors. The flowmeters 
were calibrated before, during, and after the 100-hour runs in order 
I 
to evaluate the effects of wear, if any, on the calibration curve. The 
fluids used were MIL-0-5606 hydraulic oil with the 3/ 4-inch flow-
meters and water with the 2-inch flowmeters. 
EXPERIMENTAL RESULTS AND OBSERVATIONS 
Figures 1 to 4 a.re plots of the calibration factor in cycles 
per gallon versus volumetric discharge in gallons per minute for the 
calibrati ons before, during, and after the 100-hour test runs. These 
curves indicated no significant nor systematic change of the calibra-
tion curves, suggesting that no significant effect of bearing wear 
registered during the 100 hours of meter use. This observation is 
limited to use of these meters with water and oil. Bearing wear of 
flowmeters ·with cryogenic fluids at ambient temperatures of about 
-300°F may have different effects on the calibration curve. To con-
duct such studies it will be desirable to keep a log for specific 
meters and to recalibrate these meters from time to time during 
regular i ntervals. 












